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reservoir had occurred secondary to the improperly used 
blue cap. Manual heart massage was performed since car-
diac output was deemed inadequate. De-airing of arterial 
and venous cannulae and venous line was performed. Air 
was seen in the common atrium, and ST segment eleva-
tion with myocardial dysfunction suggested coronary air 
embolus. It was deduced that the air was propelled retro-
grade through the bypass circuit venous line and through 
the previously closed Fontan fenestration to the common 
atrium and aorta. Since the superior vena cava was not 
dissected free, immediate retrograde cerebral perfusion 
(RCP) was not possible. Traditional bypass with pH-stat 
blood gas management utilizing a premixed sweep gas of 
96% oxygen and 4% carbon dioxide resumed with innomi-
nate vein and common atrial venous drainage. This blood 
gas technique maximized cerebral blood flow to help flush 
air out of the cerebral vasculature and maximized the gas 
gradient between the nitrogen air emboli and the blood, 
thus maximizing absorption and clearance. The patient was 
cooled to 18°C while the superior vena cava was dissected 
free. Hypothermia decreases the cerebral metabolic rate 
while at the same time promotes removal of emboli from 
the body by decreasing the air emboli bubble size. 

 Retrograde cerebral perfusion has been shown to be 
effective in clearing air from the cerebral circulation sec-
ondary to air embolism (3). Plans for RCP were discussed 
while the patient was cooled. After 18 minutes of cooling, 
RCP was instituted through the innominate vein cannula 
for 3 minutes at a rate of 300 mL/min (.43 L/min/m 2 ) while 
venting through the aortic root   . Intermittent pressure on 
the carotid arteries was applied to facilitate air removal 
from the vertebral arteries. Air was seen exiting the aortic 
root. Methylprednisolone 30 mg/kg was administered as an 
anti-inflammatory agent to help prevent associated isch-
emic injury. Antegrade CPB resumed for 50 minutes dur-
ing which the operation was completed under cardioplegic 
arrest. Upon inspection of the Fontan baffle, it appeared 
the fenestration that had been forced open by the air bolus 
remained patent. The patient was rewarmed. When the 
patient temperature reached 25°C, a second period of RCP 
commenced at 300 mL/min with central venous pressure 
monitoring showing 50–55 mmHg. Intermittent pressure 
on the carotid arteries was again applied. It was the team 
opinion that a second period of RCP would absolutely 
ensure as much air was removed with this modality as pos-
sible. Epiaortic echocardiogram was performed to confirm 
clearance of air bubbles from the carotid arteries during 
RCP. Further air was not seen. The patient was re-warmed 
to a rectal temperature of 32.8°C over 34 minutes with a 
100% oxygen sweep gas. The patient was then successfully 
weaned from CPB. 

 Immediate and delayed hyperbaric oxygen therapy 
has been shown to decrease morbidity from cerebral air 
embolism by decreasing air emboli size and increasing the 

diffusion gradient for nitrogen, both of which promote 
reabsorption and clearance (4,5). Hyperbaric oxygen ther-
apy also supports compromised tissue beds by increasing 
the blood-to-tissue oxygen gradient. Intraoperative neurol-
ogy consultation was obtained and the nearest hyperbaric 
chamber facility was contacted to investigate the possibil-
ity of such therapy. Concerns over our ability to manage 
bleeding and any postoperative hemodynamic instability 
effectively in the hyperbaric chamber guided our deci-
sion to withhold hyperbaric therapy in the immediate post 
operative period. Instead, direct transport from the oper-
ating room to the radiology department for a computer-
ized axial tomography scan of the head was organized, 
with plans to consider hyperbaric oxygen therapy only if 
air bubbles were visualized by this imaging modality. 

   POSTOPERATIVE COURSE 

 The computerized axial tomography scan of the head 
performed immediately postoperatively did not show evi-
dence of cerebral air, and therefore the decision was made 
not to pursue hyperbaric oxygen therapy. To note, delayed 
hyperbaric oxygen therapy has been reported in adults with 
positive outcomes and so may be considered if residual air 
is found (5). In the intensive care unit    the patient was para-
lyzed, sedated, and cooled to 34°C to minimize the cerebral 
metabolic rate. Inotropic support was maintained to keep 
the mean arterial pressure greater than 60 mmHg to opti-
mize cerebral perfusion. Continuous electroencephalogra-
phy    monitoring was instituted, and demonstrated normal 
brain pattern. Following 36 hours of this cerebral protec-
tive strategy, a repeat head computerized axial    tomography 
was performed that demonstrated no evidence of cerebral 
edema, necrosis, or hemorrhage. At this point, the paralytic 
was discontinued and the patient was allowed to gradually 
warm to normothermia. Thorough neurologic examination 
performed after extubation showed no focal neurologic 
deficits, and the patient was discharged home on postop-
erative day 13. 

   SIMULATION STUDY 

 Davila et al. reported anecdotal evidence of cardiotomy 
pressurization to 20–30 mmHg causing venous air embolus 
(2). We were able to recreate our own scenario of improper 
venting with a simulated patient circuit at this and higher 
reservoir pressures ( Figure 4  ). In our study, a bypass cir-
cuit was primed with blood and crystalloid. Pressure inside 
the cardiotomy reservoir was measured. The arterial and 
venous lines were connected to a separate reservoir, which 
served as the simulated patient. Cardiotomy suckers (open 
to air) were turned on. The yellow vent cap was replaced 
with a blue non-vented cap. Pressures in the cardiotomy 
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reservoir reached 450 mmHg before the occlusive blue 
cap on the vent port blew off. Furthermore, we were able 
to demonstrate a stable cardiotomy pressurization of 100 
mmHg with the arterial and venous lines clamped as they 
would normally be prebypass and the suckers on at their 
normal flow. The pressure in this scenario was allowed to 
vent either through a slightly loosened reservoir connec-
tion or the hemoconcentrator, which was attached via pres-
sure tubing to the reservoir top. To note, nothing sounded 
different at this level of pressurization. Higher levels of 
pressurization can lead to unique sounds in the sucker 
heads as they pump against pressure. We then unclamped 
the arterial and venous lines as they normally would be 
when commencing bypass. The flow of fluid (200 mL) and 
air retrograde to the simulated patient was rapid (5 sec-
onds). The description and recreation of this event was vid-
eotaped for discussion at a multidisciplinary meeting, and 
is available internally online. 

   COMMENTS 

 Air embolism through the bypass circuit can be a lethal 
complication of cardiac surgery (6,7). In this case, the 
venous line pressure was sufficient to force open a previ-
ously closed Fontan fenestration. It is striking that an error 
in the type of cap used on the single vented port of an oxy-
genator can be so potentially catastrophic. It is also impor-
tant to note that in this situation, clamping of the venous 

circuit is necessary to prevent further air embolus. Simply 
turning off the pump does not interrupt the flow of air. 
Moreover, it is important to note that unless the cause is 
identified and the occlusive cap is removed, the air embolus 
will recur once bypass is reinstituted. 

 A multidisciplinary meeting was held several days after 
the event. The simulation video was reviewed as well as 
current Perfusion Department policy regarding air embo-
lism on bypass. The result of this meeting was that our pre 
bypass checklist is now updated in accordance with the 
American Society of Extracorporeal Technology guide-
lines to include ensuring proper venting of the cardiotomy 
reservoir (8). We have also standardized perfusion practice 
in that the yellow vent cap is now completely removed once 
the pump is primed. We believe these changes will prevent 
a recurrence. A literature review gave some credence to 
monitoring the cardiotomy pressure with an alarm value 
set at a minimal positive pressure, but we believe our prac-
tice changes will be sufficient (2). The potential downside 
of cap removal is more direct exposure of the reservoir to 
ambient air conditions, and potential for debris entrain-
ment when the suckers are off. However, the risks of this 
appear to be outweighed by the risks of air embolus. 

 Finally, the authors would like to point out a major dif-
ference in the Terumo Capiox FX series reservoir tops. 
It strikes us as odd that the FX 05 reservoir top has the 
vent port on the left side ( Figure 5  ) whereas the FX 15–30 

  Figure 4.      Mock circuit assembled to measure cardiotomy reservoir 
pressure with yellow vented cap replaced with standard blue cap. The 
hemoconcentrator connection to the reservoir was loosened to a level 
that allowed for a constant positive pressure of 100 mmHg.    

  Figure 5.      Terumo FX-05 reservoir top with yellow vented cap on left and 
adjacent non-vented blue cap.    
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(Figure 1) and FX 25 both have the vent port on the right 
side. While ensuring proper reservoir venting is the res-
posibility of the perfusionist, it would be prudent for all 
manufacturers to standardize vent port placement on their 
 similar-in-appearance product lines. Perfusionists are 
known for identifying subtle differences in their bypass 
equipment or the operating room sights and sounds in 
general. Standardization of vent port placement and 
thus cap color placement may be an opportunity to help 
prevent future errors by perfusionists. 
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